FISCHER MODEL MD-1a
Galvanic Unit

Instruction Manual

IMPORTANT!
Read this Instruction Manual
carefully before operating
the Model MD-1a

For Professional Use Only
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. Setting Up
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Controls
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Panel
Controls
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General
Operation
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